Experimental and clinical experience with hydroxyapatite-coated hip implants.
Published experimental studies have founded the principles of implant fixation using hydroxyapatite coatings. Clinical results are given on the first 100 consecutive cases of hydroxyapatite-coated total hip replacement performed since 1986. The Harris hip score rating at 1 year and longer is 98 and the specific radiologic characteristics are discussed.